Dislocation of an infected and abandoned pacemaker lead.
We present a case of pacemaker lead dislodgment in an 83-year-old patient with a pacemaker infection. Initially, the generator and the proximal part of the leads were removed, and the remaining leads were severed and abandoned. Twenty-five days later, dislodgment of both abandoned leads and systemic infection were documented. The leads were then surgically removed without further complications.